
SECU:E 

Serial Number: SS21976796 

Customer P.0 Number: 

Customer p.0 Date: 07-0cT-2024 
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Voltage: 240V 

Ref. Standard: IS: 13779 

Meter Constant: 1600 

1. AC VOLTAGE TEST: PASS 

2. TEsT OF NO LOAD CONDITION: PASS 

3. TESsT OF STARTING CURRENT: PASS 

INSULATION TEST: 

5. METER ACCURACY: 
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Reference Conditions: Vref = 240V/50Hz 
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Current: 10-100A 
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Load & Ib 
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AcCuracy Class: 1 
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Amb. Temp = 21 +/- 2 Deg. c 
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